I.
Introduction: Almotriptan is prescribed to treat the acute headache phase of migraine attacks with or without aura [1] . Almotriptan is the only oral triptan approved in the USA for the treatment of migraine in adolescent from 12 to 17 years of age. Almotriptan has a high and specific affinity for serotonin 5-HT 1B/1D receptors. Binding of the drug to the receptor leads to vasoconstriction of the cranial blood vessels and thus affects the redistribution of cranial blood flow. Almotriptan significantly increases cerebral blood flow and reduces blood flow through extracerebral cranial vessels. Even though it affects cranial blood vessels a single dose of almotriptan (12.5 mg) has no clinically significant effect on blood pressure or heart rate in both young and elderly healthy volunteers. However larger doses seem to slightly increase blood pressure but not beyond clinical relevance [2] . Almotriptan has a linear pharmacokinetic up to 200 mg dose. Its half life is 3 hours and nearly 70% bioavailability. C max is observed 1.5-4 hours after oral administration and approximately 50% of the drug is excreted unchanged in the urine. Metabolism is mediated through MAO-A and CYP3A4 and CYP2D6 oxidation. Almotriptan clearance is moderately reduced in the elderly but does not require dose adjustment. Sex does not alter the pharmacokinetics of the drug. However, patients with moderate-to-severe renal dysfunction should limit their total daily dose to 12.5 mg [3] . To our knowledge, several methods for the determination of Almotriptan in biological matrixes [4] , pharmaceutical formulations by LC-MS/MS, HPLC HPTLC, fluorimetric and calorimetry have been reported. The purpose of this study was to develop and validate a novel sensitive LC-MS/MS method to quantify Almotriptan in human plasma.
II.
Experimental:
Chemicals and reagents:
Almotriptan maleate and Naratriptan Figure 1 was obtained from Sigma Aldrich, India. All other chemicals (Ammonium formate, formic acid, acetonitrile, and methanol) and solvents were purchased from Fluka Mumbai. Oasis HLB 1 cm 3 (30 mg) extraction cartridges were purchased from Waters Corporation (Benguluru, India). Human plasma samples used for method development and validation were obtained from Vidhi Laboratory (Ahmedabad, India) and were stored at −20 •C until use. Six different batches were tested for the absence of studied analytes prior to their use.
Stock and Working solutions:
Stock solutions of each analyte at 1 mg/ml in methanol were stored at 2-8 o c. Working solutions containing analyte at different concentrations were obtained by dilution of the stock solutions with water methanol at (1:1) ratio. Blank plasmas were spiked with the appropriate working solution to prepare independently the calibration and the validation standard samples at the appropriate concentrations. Stock solutions of Naratriptan at 0.1 mg/ml in methanol were stored at 2-8•C. A working solution containing the Naratriptan at 10ng/ml in water methanol at (1:1) ratio was prepared and stored at 2-8 •C.
Equipment:
The liquid chromatography system consisted of a Waters Acquity UPLC instrument equipped with a binary pump and a 96-vial autosampler (Waters, Milford, USA). Chromatographic sepearation was performed on an Acquity UPLC HSS T3 1.8 µm, 2.1 × 50 mm column with the corresponding guard column (Waters). The chromatographic system was coupled to a tandem quadrupole mass spectrometer (Xevo TQMS, Waters) operating in positive electrospray ionization mode (ESI+). Instrument control and data acquisition were performed with MassLynx software V4.1 (Waters).
UPLC-MSMS Conditions:
Chromatographic separation was performed at a flow rate of 0.4 ml/min. A gradient of mobile phase composed of ammonium formate buffer 5 mM (solution A) and ACN (solution B) was used with the following elution program (B%): 10% at 0.0 min, held for 0.5 min , 90% at 1.75 min, and held for 0.5 min then with in 0.25 min back to initial conditions. The system was then placed in the initial mobile phase condition during the preparation of the next injection (0.5 min). The injection volume was set at 5 µl in full loop mode. The injection system was washed between each run with 300 µl of strong wash [ACN-methanol-isopropanol-water with 0.1% Formic acid (25:25:25:25, v/v/v/v)], followed by 900 µl of weak wash [ACN-water (10:90, v/v)]. Column temperature was set at 40 •C and auto sampler was kept at 10 •C. Detection was achieved using multiple reaction monitoring (MRM) mode. Nitrogen was used as desolvation gas at a temperature of 500 •C and a flow rate of 1000 l/hr, and as cone gas at a flow rate of 50 l/hr. Argon was used as collision gas at a flow rate of 0.17 ml/min. Capillary voltage was set at 3 kV and source temperature at 150 •C. Using two functions (time segment), dwell time was 200 ms for each ion. MRM transition states, cone voltages and collision energies are shown in Table 1 for each compound.
Sample Preparation:
Sample preparation was performed using oasis HLB catridges. All previously frozen plasma samples were thawed at room temperature and vortexed for proper mixing. 10µl of internal standard Naratriptan at concentration 10ng/ml was added to 100µl aliquot of human plasma. The tubes were properly vortexed for mixing and then plasma samples were pretreated with water and vortexed .HLB cartridges were conditioned with methanol and water. After loading the sample cartridges were washed with water and then with 5% methanol eluted with methanol. Dried the eluent at 40 0 c and reconstituted with 5mM ammonium Formate and Acetonitrile (7:3). 5µl of the sample was injected onto the column.
Method Validation:
The method was fully validated based on the latest US Food and Drug Administration (FDA) [5] and European Medicines Agency (EMA) guidelines for bioanalytical method validation [6] .
Selectivity and carry-over:
The method selectivity toward matrix was assessed by analyzing blank plasma samples from 6 different batches for the presence of interfering peaks at analytes retention time. Carry-over effects were assessed by injecting reconstitution solution [buffer/ACN (30:70, v/v)] after the highest calibration sample.
Matrix effects, extraction recovery and process efficiency:
Matrix effects were qualitatively evaluated by post-column infusion. Analytes and their IS were continuously infused at 10 µl/min into the detector during chromatographic analysis of a mobile phase, an extracted water and 6 different blank plasma extracts. Almotriptan and its IS were infused at a concentration of 10 ng/ml, which corresponded to a signal response of approximately 3 times the lower limit of quantification (LLOQ). Alterations of the signal at the retention times of the analytes were considered as matrix effects as it could modify analytes' quantification. Samples at low (0.1 ng/ml, close to LLOQ) and high (250 ng/ml) concentrations were used. IS concentrations were set at fixed concentration (10 ng/ml) for all samples. Three different sets of samples were prepared: water samples spiked after extraction in triplicates (A) and 6 different blank plasma samples spiked after extraction (B) or before extraction (C) in duplicates. Matrix effect (ME) was evaluated as the ratio of peak areas from post-extraction spiked plasmas and post-extraction spiked water samples (ME = B/A). Extraction recovery (RE) was estimated as the ratio of peak areas from pre-and postextraction spiked plasmas (RE = C/B). Overall process efficiency (PE), which takes into account ME and RE, was determined as the ratio of peak areas from pre-extraction spiked plasmas and post-extraction spiked water (PE = C/A). For the post-extraction spiked water (A), the mean peak area of the 3 determinations was used as reference for the calculations. For the 6 different plasmas (B and C), the extractions were done in duplicate and the mean of each duplicate was considered. Variability between the different plasma batches was expressed as relative standard deviation (RSD). Normalized ME, RE and PE were calculated by dividing analytes' results by those of the respective IS [7] .
Linearity:
Linearity was evaluated by using bulk spiked calibration curve standards and quality control standards. The calibration curve was constructed by using 9 non-zero calibration curve standard points spanning the range of 0.1-250.0 ng/ml, (0.1, 0.25, 0.5, 2.0, 10.0, 50.0, 150.0, 250.0 ng/ml), four non-zero quality control standards (0.1, 0.3, 75.6 and 181.5 ng/ml), and, in addition, a blank sample (spiked only with blank plasma), blank + IS sample (spiked only with blank plasma and IS sample). The chromatograms were shown for blank and LLOQ in Figure 2 . Calibration curves were obtained by weighted 1/x2 linear regression model (y = mx + c). The ratio of Almotriptan peak area to Naratriptan peak area was plotted against the concentration of Almotriptan in ng/ml. The suitability of the calibration curve was confirmed by back-calculating the concentrations of the calibration standards.
Accuracy and Precision:
Three precision and accuracy batches were performed in two days. Concentration values were obtained by the ratio between analytes' peak areas and those of the corresponding IS, recalculated with the daily calibration curve. Inter and intraday accuracy and precision values were expressed as %CV. Accuracy should be within 85-115% of the theoretical value (LLOQ 80-120%). Precision should be within ±15% (LLOQ ±20%) Table 2 .
Stability:
Stability tests were performed at low (0.3 ng/ml) and high (181.5 ng/ml) control plasma samples. Following parameters were accessed, three freeze-and-thaw (−20 to 25 •C) cycles, Autosampler stability was performed at 24 and 48hrs, Reinjection stability was performed for 24 hrs and Bench top stability was performed at 4 and 6 hrs as shown in Table 3 . Subsequently, the Almotriptan concentrations were measured compared to freshly prepared samples. Stock solution stability was also done for 10 days at 2-8 0 c.
III. Results And Discussion:
Development and validation of almotriptan in human plasma was done using HLB catridges followed by UPLC-MSMS analysis.All the validation results were meeting the acceptance criteria as new USFDA guidelines.
Method Development and Optimization:
The development of sensitive and selective bioanalytical method requires the judicious selection of chromatography column, mobile phase pH and organic solvent [8] . These parameters should be carefully monitored to produce the required resolution from endogenous components which in turn affect sensitivity and reproducibility of the analytical method by ion suppression. Once Chromatographic column, mobile phase pH and organic solvent are set then Gradient slope , flow rate, column temperature and buffer type and concentration can be manipulated for optimal response [9] .The development of UPLC/MS/MS requires three separate steps like sample processing, LC method and MS method [10, 11] . For sample processing 2×4 approach was tried with Oasis HLB, MCX, MAX, WCX cartridges, among which HLB cartridges gave good recovery and cleaner extracts with minimal matrix effect [12] . Then for UPLC [13] optimization Waters Aquity BEH C18, HSST3, CSH C18, were tried, HSST3 column gave good separation from endogenous components and sensitivity. Different pH acidic pH 2 0.1% formic acid ,5mM ammonium formate and 10mM Ammonium bicarbonate pH 9 were tried in acidic and basic pH Almotriptan was eluting at the start of gradient and at pH of 6.2 analyte retained on the column and separated from endogenous components with good sensitivity [14, 15, 16] . Different buffers like ammonium acetate and ammonium formate were tried but ammonium acetate showed ion suppression so ammonium formate was used as buffer. Acetonitrile and methanol both were tried Acetonitrile gave good sensitivity. Once Column, mobile phase pH and organic solvent were set gradient slope and flow rate were optimized for good sensitivity and resolution [17] . Initial conditions were optimized from 5%B to 30% B in which 10% B found to be optimum. So the gradient slope was set from 10%B -90%B. Different column temperatures were tried 30, 40, and 50 0 c not much variation was seen so column temperature was set to 40 0 c.
Method Validation:
Found this method to be linear from 0.1ng/ml-250ng/ml. No interference was observed at the Retention time of analyte and IS in 6 processed blank plasma samples. Those results are in accordance with the limit of at least 5 recommended by the FDA. No carry-over was observed when blank plasma was analyzed just after the highest calibration standard. The relative standard deviation (R.S.D.) value for the interday and Intraday Precision and accuracy batches were found to be less than 10.0%. Recovery was found to be between 80 to 85% for Low (0.3 ng/ml), medium (75.6 ng/ml), high (181.5 ng/ml) and 77% for Naratriptan. Bench top stability and Autosampler stability were found to be 6 hrs and 48hrs respectively. Reinjection stability found to be 24hrs. Stock solutions of Almotriptan and Naratriptan found to be stable for 13 days at 2-8 0 c. The percentage stability of Almotriptan and Naratriptan was 102.44% and 103.37%, respectively.
IV.
Figures And Tables   (A) (B) V.
Conclusions:
The combination of Solid phase extraction along with UPLC and XevoTQMS enables us to develop a simple fast and sensitive method for the determination of Almotriptan in human plasma. With sub 2µ particle size of the column helps to develop methods faster with good efficiency and the novel Z-spray design prevents unwanted and neutral compounds from entering analyzer of the instrument. Use of T-Wave optics and collision cell design allowed more than 12 points to be acquired along the very narrow peaks of UPLC. As per our knowledge this is the most sensitive method for determination of Almotriptan in human plasma, 0.1 ng/ml as LLOQ and with only 100µl Of human plasma.This method is validated as per guide lines of US FDA so this method can be applied to pharmacokinetic studies.
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